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ABSTRACT
Explososcan is the ’gold standard’ for real-time 3D medical ultrasound imaging. In this paper, 3D synthetic
aperture imaging is compared to Explososcan by simulation of 3D point spread functions. The simulations mimic
a 32x32 element prototype transducer. The transducer mimicked is a dense matrix phased array with a pitch of
300 µm, made by Vermon. For both imaging techniques, 289 emissions are used to image a volume spanning 60◦
in both the azimuth and elevation direction and 150 mm in depth. This results for both techniques in a frame
rate of 18 Hz. The implemented synthetic aperture technique reduces the number of transmit channels from 1024
to 256, compared to Explososcan. In terms of FWHM performance, was Explososcan and synthetic aperture
found to perform similar. At 90 mm depth is Explososcan’s FWHM performance 7 % better than that of synthetic
aperture. Synthetic aperture improved the cystic resolution, which expresses the ability to detect anechoic cysts
in a uniform scattering media, at all depths except at Explososcan’s focus point. Synthetic aperture reduced the
cyst radius, R20dB, at 90 mm depth by 48 %. Synthetic aperture imaging was shown to reduce the number of
transmit channels by four and still, generally, improve the imaging quality.
Keywords: medical ultrasound, three-dimensional imaging, synthetic aperture, explososcan
1. INTRODUCTION
In conventional ultrasound, images are produced by sequentially acquiring and beamforming scan lines, followed
by a scan line conversion. For at setup using N scan lines per image the achievable frame rate, fr, when acquiring
to a depth of D, is then
fr =
c
2DN
. (1)
In 3D ultrasound imaging, an entire volume is imaged. The extension from 2D to 3D greatly increases the number
of lines to be acquired, e.g. from 100 to 1002 lines. This increase leads to a proportional decrease in frame rate.
Using conventional imaging, the achievable frame rate is too low to capture the dynamics of the anatomy, e.g. the
heart. This was addressed by von Ramm and Smith1–3 by applying a parallel beamforming technique, dubbed
Explososcan, to 3D imaging.
In Explososcan, multiple lines are beamformed per transmission, thus increasing the achievable frame rate.
If, for instance, 6× 6 lines are beamformed per transmission instead of just one, the frame rate increases by a
factor of 36. Besides increasing the frame rate, Explososcan introduces some undesirable effects. In order to
cover the extra scan lines, must the emission beam insonify a larger volume, and a less focused beam is therefore
needed. This leads to a larger point spread function main lobe. The further away from an emission beam a line is
beamformed, the less energy the beamformed area receives from the emission beam, and the darker it appears
in the image. This is an amplitude modulation of the image lines, with peak intensity at lines co-aligned with
emission beams, and lower intensity further away from the emission beams. A second effect can be observed.
Scan lines beamformed from a the same emission exhibit higher correlation with one another, than do lines not
beamformed from a the same emission. Together these two effects are termed the “boxing effect”.
An alternative technique called synthetic aperture,4–8 exists. The synthetic aperture technique synthesizes a
larger aperture from measurements carried out using apertures located at different positions. Synthetic aperture
can be divided into two major groups; the synthetic receive aperture, where a larger receive aperture is synthesized,
and the synthetic transmit aperture,9 where a larger transmit aperture is synthesized. The basic principle of
synthetic transmit aperture is that a single point source emits a spherical wave, insonifying the entire image
region. This is repeated for all available sources, each located at different locations. After each transmission, all
elements in the receive aperture are sampled. Each sampled data set is used for beamforming a low resolution
image, which is dynamically receive focused. Summing all low resolution images results in a fully focused high
resolution image. The high resolution image is, thus, dynamically focused in both receive and transmit. The end
effect is a synthesized transmit aperture, with the point sources as elements and a dynamic transmit focus. In
this paper is synthetic transmit implemented and synthetic aperture will refer to synthetic transmit aperture.
The imaging quality of synthetic aperture is compared to Explososcan, when doing 3D imaging with a 2D
phased array transducer. The comparison of the two imaging techniques is based on performance metrics applied
to their respective point spread function.
The organization of this paper is as follows: First, the applied performance metrics are introduced. Next, it is
described how Explososcan and synthetic aperture are implemented and the simulation setup is described. In the
results section, a visual comparison of two point spread functions is made and the acquired performance metrics
as a function of depth are presented. Finally, some concluding remarks are given.
2. PERFORMANCE METRICS
Metrics quantifying different quality features can be used to compare the two imaging techniques. In this paper,
both a detail resolution and a cystic resolution metric are applied to the point spread functions. Both are
introduced in detail in the following.
2.1 Detail resolution
The detail resolution is how close two identical point scatters in a non–reflective medium can be located to each
other and still be distinguished. An often used measure for when two scatterer can be resolved is the size of the
point spread function main lobe, i.e. the full width at half maximum (FWHM).
The FWHM is determined in both the azimuth and elevation direction of the point spread function C–scan.
A single number is achieved by averaging the two measures.
2.2 Cystic resolution
The cystic resolution describes the ability to detect an anechoic cyst in a uniform scattering medium. Specifically,
the cystic resolution gives the intensity at the center of an anechoic cyst of a given size relative to its surrounding
uniformly back-scattering medium.10 The lower the intensity at the center of the cyst, i.e. the darker it appears
in the image for a given cyst size, the better imaging performance of the system. This metric mimics an often
seen situation in medical ultrasound where the object of interest is a weakly reflecting tissue, such as a blood
vessel or a cyst, in a back-scattering medium. For this reason, is cystic resolution assumed to be a more important
performance metric than the FWHM. The relative intensity (RI) of the anechoic cyst was shown by Ranganathan
and Walker,11 to be quantized as the clutter energy to total energy ratio,
RI(R) =
√
Eout(R)
Etot
=
√
1− Ein(R)
Etot
, (2)
where Ein is the signal energy inside a circular region with radius, R, centered on the peak of the point spread
function, Etot is the total point spread function energy, and Eout is the point spread function energy outside the
circular region. To achieve a single number from the RI(R)–curve, one either determines the relative intensity for
a single cyst radius, or determines the required radius to achieve a certain relative intensity, e.g. the cyst radius
at which the intensity at center of the cyst is 20 dB lower than its surroundings, written as R20dB.
The cystic resolution is in this work measured in the point spread function C–scan and is presented both as a
full RI(R)–curve and as a single cyst radius giving a relative intensity of 20 dB, R20dB.
3. METHODS
3.1 Explososcan
As described in the introduction, the procedure of beamforming several lines per emission introduces an undesirable
boxing effect consisting of two effects; firstly, an intensity modulation of the beamformed image lines, and secondly,
scan lines beamformed from the same emission exhibit a higher correlation with one another, than do lines not
beamformed from the same emission. If the line intensity modulation factor is known it can be compensated
for. The intensity modulation factor could be estimated from simulations, but this is not implemented. The
correlation effect can to some extent be compensated for by overlapping lines beamformed from neighboring
emissions. When overlapping scan lines, each line has to be weighted in order to ensure a uniform intensity in the
image. It is intuitive to have the largest scan line weight when the scan line and its emission beam are parallel,
and a lower weight as the angle between them increases. In this work, it is chosen to have the weight of each scan
line to be inversely proportional with the angle difference between the scan line and its emission beam. If we
define the distance measure
d(`, e) =
√
(θ` − θe)2 + (φ` − φe)2 , (3)
where ` is a scan line in a given direction, e is the emission beam from which ` was beamformed, φ is the azimuth
angle and θ the elevation angle of the line, the weight function then becomes
w(`, e) =

1 if d(`, e) = 0
1/d(`, e)
Z(`)
else
, (4)
where Z(`) is a normalization factor, which makes sure the weights of all lines overlapping with line ` sums to one.
In Fig. 1, the effect of the implemented correlation compensation is seen on a C–scan measurement of a
tissue mimicking phantom. In all four sub–figures contains the C–scans the same number of resulting lines,
but the number of lines overlapping differs. In Fig. 1(a) the C–scan is seen without correlation compensation
and in Fig. 1(b)–(d) the correlation compensation is increased one step at a time. Each step of correlation
compensation is dubbed 1st level, 2nd level and 3rd level of correlation compensation, respectively. The number
of lines beamformed per emission is increased from 6 × 6 in Fig. 1(a), through 8 × 8, 10 × 10 and 12 × 12, in
Fig. 1(b)–(d). As the correlation compensation increases, the C–scan gets more blurred and the dynamic range
decreases. For the Explososcan implementation, the 1st level of correlation compensation is chosen. The 1st
level of correlation compensation is a compromise between a very evident boxing effect, when no correlation
compensation is applied, and a blurry image when the 3rd level of correlation compensation is applied.
Adding extra scan lines goes against the original Explososcan idea of decreasing the number of beamformers.
But the new scan lines could be beamformed by using the parallel beamforming approximation, described by von
Ramm and colleagues in,3 and thereby keeping the computational cost low.
3.2 Synthetic aperture
In the standard version of synthetic aperture, each source emits an unfocused spherical wave. By using multiple
transducer elements in transmit, a virtual source can be imitated at the focus point. This leads to an increase in
emitted energy and penetration depth. If the virtual source is located directly in front of the active aperture, the
synthesized transmit aperture is smaller than the physical transducer. This is illustrated in Fig. 2(a). The larger
the sub–aperture, the smaller the synthesized aperture. For 2D imaging, the maximum number of synthesized
transmit sources can be found by the following relation,
Nvs = Nphys −Nact + 1 , (5)
where Nvs is the number of virtual sources in the synthesized transmit aperture, Nphys is the number of physical
elements, and Nact is the number of active physical elements used for the emissions. If 16 elements are used for
each dimension of the sub–aperture and the physical transducer has a size of 32x32 elements, the synthesized
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(a) No correlation compensation; 6× 6 lines beam-
formed per emission.
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(b) 1st level of correlation compensation; 8× 8 lines
beamformed per emission.
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(c) 2nd level of correlation compensation; 10 × 10
lines beamformed per emission.
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(d) 3rd level of correlation compensation; 12 × 12
lines beamformed per emission.
Figure 1: Explososcan correlation compensation for a C–scan measurement of a tissue mimicking phantom. The
transducer parameters can be seen in Table 1.
(a) Traditional synthetic aperture. The virtual
source is centered on each sub–aperture.
(b) Synthetic aperture with beam steering. The
virtual source is tilted to the sides when the active
aperture is translated.
Figure 2: Synthetic aperture virtual source setup. The gray array in the top is the physical aperture, the thick dots
the virtual sources, and the array of boxes around the virtual sources the synthesized aperture. Four emissions
are shown, each with eight active elements. The center arrow indicates the synthesized aperture size.
transmit aperture contains 17× 17 elements. This is little more than half the size of the physical transducer, and
the transmit f–number is therefore approximately doubled, compared to a full 32x32 element transmission.
A method to partially compensate for the smaller synthesized transmit aperture is to spread the virtual
sources apart by tilting the emission beam proportionally with the active aperture location on the transducer.
This way, the synthesized aperture is increased in size. This illustrated in Fig. 2(b).
Synthetic aperture imaging is in this work implemented with emission beam steering.
4. SIMULATION SETUP
All simulations are carried out using Field II12,13 and beamformed using BFT3.14 The transducer used in the
simulations mimics a prototype transducer soon to be used for 3D synthetic aperture measurements. It is a 2D
phased array transducer, made by Vermon, (Vermon S.A., Tours, France), with a layout of 35x32 elements, of
which row 9,18 and 27 are inactive, effectively giving 32x32 elements. The transducer parameters can be seen in
Table 1. The point spread function is simulated by imaging a volume containing a single point scatter. The point
Table 1: Transducer parameters
Parameter name Notation Value
Center frequency fc 3.5 MHz
Transducer pitch –x dx 300 µm
Transducer pitch –y dy 300 µm
Total number of elements –x Ntot x 32
Total number of elements –y Ntot y 35
Inactive rows – 9,18,27
Number of active elements –x Nx 32
Number of active elements –y Ny 32
scatterers are placed in front of the transducer at depths ranging from 40 mm to 150 mm. The emission beam is
controlled similarly to what is used for phased array imaging, and the coordinate system used is the one defined
by Smith et al.2 For both Explososcan and synthetic aperture, the transmit aperture is apodized with a Tukey
window, and for receive apodization, a Hanning window is applied.
4.1 Explososcan
The implemented Explososcan technique uses, in both transmit and receive, all 1024 available elements of the
32x32 element transducer. Explososcan is implemented with 17 emissions in both the azimuth and elevation
direction, which results in 289 emissions per imaged volume. As discussed in Sec. 3.1, to counteract the boxing
effect of Explososcan, some of the scan lines are overlapped. 8 × 8 lines are beamformed per emission, but 6 × 6
lines appear in the volume, resulting in 102 × 102 total lines in the volume. The beamformed lines span from
−30◦ to 30◦ in both directions, and the emission beams are spread evenly within this span. The focus point is
placed at 40 mm range, which gives a transmit f–number ranging from 4.2 to 4.8, depending on the emission
beam angle.
4.2 Synthetic aperture
For synthetic aperture, there is for each emission used an active aperture of 16 × 16 elements in transmit, and all
1024 elements in receive. This results in 256 active elements in transmit, which is one fourth of what is used for the
Explososcan implementation. The active aperture is translated between each emission, one element in either the
x– or y–direction. The active aperture is therefore translated 17 times in both the x– and the y–direction, giving
a total of 289 emissions. This is the same number of emissions per volume as for the Explososcan implementation.
The emission beam is tilted from −15◦ to 15◦, proportional to the active aperture position on the transducer.
The virtual source is placed at 10 mm range, which gives a transmit f–number ranging from 2.0 to 2.2. For each
emission 102× 102 scan lines are beamformed, spanning from −30◦ to 30◦ in both directions. This is the same as
the number of resulting lines in the Explososcan implementation.
When imaging to a depth of 150 mm, the 289 emission per volume results for both synthetic aperture and
Explososcan in a frame rate of approximately 18 Hz.
5. RESULTS
In Fig. 5, a point spread function example of Explososcan and synthetic aperture is seen, and can be visually
inspected and compared. The point spread function is located at 90 mm depth and 0◦ azimuth and elevation tilt
angle. In the azimuth plane are the side–lobes larger than in the elevation plane. This is due to three inactive
rows of elements on the transducer, all parallel to the elevation plane. Synthetic and Explososcan appears to have
approximately the same main lobe size, but synthetic aperture clearly has smaller side–lobes. This is especially
evident in the elevation plane.
In Fig. 3 is the FWHM as a function of depth seen. Even though Explososcan uses four times more transmit
channels than synthetic aperture, is the FWHM performance of the two techniques similar. Explososcan is seen
to perform a little better than synthetic aperture at all depths. The largest performance difference occurs at
Explososcan’s focus point and the smallest at the deepest depth, 150 mm. At 90 mm is the FWHM of synthetic
aperture 4.7 mm and 4.36 mm for Explososcan. In percentage, this is a difference of 7 %.
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Figure 3: FWHM as a function of depth.
In Fig. 4 is the cystic resolution at 120 mm depth and the R20dB as a function of depth shown. In Fig. 4(a)
is synthetic aperture seen to give a better relative intensity at the cyst center, for all cyst sizes. This means,
all anechoic cysts appears darker when imaged with synthetic aperture imaging than with Explososcan. As an
example, a 10 mm anechoic cyst has a relative intensity of −31 dB when imaged with synthetic aperture and
−23 dB when imaged with Explososcan.
The R20dB in Fig. 4(b), increases for both techniques approximately linearly with depth. Explososcan
deteriorates more than twice as fast width depth as synthetic aperture, but performs at its focus point a little
better than synthetic aperture. Everywhere else outperforms synthetic aperture Explososcan. At 90 mm depth
is the R20dB of synthetic aperture 3.7 mm, and 7.07 mm for Explososcan. In percentage, decreases synthetic
aperture the 20 dB cyst radius at 90 mm depth by 48 % compared to Explososcan.
6. DISCUSSION AND CONCLUSION
3D synthetic aperture imaging was compared with Explososcan by simulating 3D point spread functions. The
implemented Explososcan is partly compensated for its boxing effect. The implemented synthetic aperture
technique uses one fourth the number of transmit channels of Explososcan. Both techniques scans a volume to
150 mm depth with a frame rate of 18 Hz.
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(a) Cystic resolution at 120mm depth.
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(b) R20dB as a function of depth.
Figure 4: The cystic resolution.
In terms of FWHM, performs Explososcan and synthetic aperture almost the same. At 90 mm depth is
Explososcan’s FWHM performance 7 % better than that of synthetic aperture. At Explososcan’s focus point
performed Explososcan better than synthetic aperture, measured in both FWHM and cystic resolution.
Synthetic aperture was found to generally have a better cystic performance than Explososcan. At 120 mm
depth achieves synthetic aperture a better cystic resolution, for all cyst sizes, than Explososcan. The R20dB
performance of synthetic aperture was clearly better than Explososcan at all depths except at Explososcan’s focus
point. Synthetic aperture decreased R20dB at 90 mm depth by 48 %, compared to Explososcan.
There are still many variables to be optimized for the implemented synthetic aperture, including the f–number,
the active sub–aperture size, the number of emissions, and amount of emission beam tilt.
From the simulated point spread functions, it is estimated that synthetic aperture achieves a better imaging
quality for medical imaging, than Explososcan. This is based mainly on synthetic aperture’s better cystic
resolution performance.
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(a) Explososcan C–scan.
 
 
E
le
va
ti
on
[d
eg
]
Azimuth [deg]
−20 −10 0 10 20 -60 dB
-54 dB
-48 dB
-42 dB
-36 dB
-30 dB
-24 dB
-18 dB
-12 dB
-6 dB
0 dB
−20
−15
−10
−5
0
5
10
15
20
(b) Synthetic aperture C–scan.
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(c) Explososcan azimuth plane.
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(d) Synthetic aperture azimuth plane.
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(e) Explososcan elevation plane.
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(f) Synthetic aperture elevation plane.
Figure 5: Explososcan and synthetic aperture 3D point spread function sliced into three 2D planes. The point
spread functions are observed at 90 mm depth and 0◦ azimuth and elevation tilt angle. The left column is
Explososcan and the right column is synthetic aperture.
